Radiology of the AS 800 artificial urinary sphincter; normal appearances and complications.
Thirteen adult male patients who had an AS 800 artificial urinary sphincter inserted are reviewed. Five have had malfunction, and in four the causes were diagnosed radiologically. These included: fistula formation, leakage of hydraulic fluid, air in the system, and inadequate deflation of the cuff. Since the sphincter is filled with contrast medium, it is ideally suited to radiological assessment.